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NATIONAL FOREWORD 

This Indian Standard ( Part 1 ) which is identical with ISO 5725-1 : 1994 'Accuracy ( trueness and 
precision ) of measurement methods and results — Part 1 : General principles and definitions' issued 
by the International Organization for Standardization ( ISO ) was adopted by the Bureau of Indian 
Standards on the recommendations of the Engineering Metrology Sectional Committee and approval of 
the Basic and Production Engineering Division Council. 

This Indian Standard specifies the general principles and definitions of accuracy of measurement methods 
and results. This document uses two terms 'trueness' and 'precision' to describe the accuracy of 
measurement method. 

The text of the ISO Standard has been approved as suitable for publication as an Indian Standard 
without deviations. In this adopted standard certain conventions are, however, not identical to those 
used in Indian Standards. Attention is particularly drawnio the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma ( , ) has been used as a decimal marker in the International Standards, while in Indian 
Standards, the current practice is to use a point ( . ) as the decimal marker. 

In the adopted standard, reference appears to the following International Standards for which Indian 
Standards also exists. The corresponding Indian Standards which are to be substituted in their place 
are listed below along with their degree of equivalence for the editions indicated: 



International Standard 
ISO 5725-2: 1994 



ISO 5725-3: 1994 



ISO 5725-4: 1994 



ISO 5725-5: 1994 



ISO 5725-6 : 1 994 



Corresponding Indian Standard 

IS 15393 ( Part 2 ) : 2003 Accuracy ( trueness 
and precision ) of measurement methods and 
results : Part 2 Basic method for the 
determination of repeatability and reproducibility 
of a standard measurement method 

IS 15393 ( Part 3 ) : 2003 Accuracy { trueness 
and precision ) of measurement methods and 
results : Part 3 Intermediate measures of the 
precision of a standard measurement method 

IS 15393 ( Part 4 ) : 2003 Accuracy ( trueness 
and precision ) of measurement methods and 
results : Part 4 Basic methods for the 
determination of the trueness of a standard 
measurement method 

IS 15393 ( Part 5 ) : 2003 Accuracy { trueness 
and precision ) of measurement methods and 
results : Part 5 Alternative methods for the 
determination of the precision of a standard 
measurement method 

IS 15393 ( Part 6 ) : 2003 Accuracy ( trueness 
and precision ) of measurement methods and 
results : Part 6 Use in practice of accuracy 
values 



Degree of Equivalence 
Identical 



do 



do 



do 



do 
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results ana tne true or acceptea rererence vaiue. 
closeness of agreement between test results. 

0.2 The need to consider "precision" arises because tests perfornned 
on presumably identical materials in presumably identical circumstances 
do not, in general, yield identical results. This is attributed to unavoidable 
random errors inherent in every measurement procedure; the factors that 
influence the outcome of a measurement cannot all be completely 
controlled. In the practical interpretation of measurement data, this vari- 
ability has to be taken into account. For instance, the difference between 
a test result and some specified value may be within the scope of un- 
avoidable random errors, in which case a real deviation from such a 
specified value has not been established. Similarly, comparing test results 
from two batches of material will not indicate a fundamental quality dif- 
ference if the difference between them can be attributed to the inherent 
variation in the measurement procedure. 

t).3 Many different factors (apart from variations between supposedly 
identical specimens) may contribute to the variability of results from a 
measurement method, including: 

a) the operator; 

b) the equipment used; 

c) the calibration of the equipment; 

d) the environment (temperature, humidity, air pollution, etc.); 

e) the time elapsed between measurements. 

The variability between measurements performed by different operators 
and/or with different equipment will usually be greater than the variability 
between measurements carried out within a short interval of time by a 
single operator using the same equipment. 

0.4 The general term for variability between repeated measurements is 
precision. Two conditions of precision, termed repeatability and reproduc- 
ibility conditions, have been found necessary and, for many practical 
cases, useful for describing the variability of a measurement method. Un- 
der repeatability conditions, factors a) to e) listed above are considered 
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constants and do not contribute to the variability, while under reproduc- 
ibility conditions they vary and do contribute to the variability of the test 
results. Thus repeatability and reproducibility are the tv\/o extremes of 
precision, the first describing the mininnum and the second the maximum 
variability in results. Other intermediate conditions between these two 
extreme conditions of precision are also conceivable, when one or more 
of factors a) to e) are allowed to vary, and are used in certain specified 
circumstances. Precision is normally expressed in terms of standard devi- 
ations. 

0.5 The "trueness" of a measurement method is of interest when it is 
possible to conceive of a true value for the property being measured. Al- 
though, for some measurement methods, the true value cannot be known 
exactly, it may be possible to have an accepted reference value for the 
property being measured; for example, if suitable reference materials are 
available, or if the accepted reference value can be established by refer- 
ence to another measurement method or by preparation of a known 
sample. The trueness of the measurement method can be investigated 
by comparing the accepted reference value with the level of the results 
given by the measurement method. Trueness is normally expressed in 
terms of bias. Bias can arise, for example, in chemical analysis if the 
measurement method fails to extract all of an element, or if the presence 
of one element interferes with the determination of another. 

0.6 The general term accuracy is used in ISO 5725 to refer to both 

trueness and precision. 

The term accuracy was at one time used to cover only the one component 
now named trueness, but it became clear that to many persons it should 
imply the total displacement of a result from a reference value, due to 
random as well as systematic effects. 

The term bias has been in use for statistical matters for a very long time, 
but because it caused certain philosophical objections among members 
of some professions (such as medical and legal practitioners), the positive 
aspect has been emphasized by the invention of the term trueness. 
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Indian Standard 

ACCURACY ( TRUENESS AND PRECISION ) OF 
MEASUREMENT METHODS AND RESULTS 

PART 1 GENERAL PRINCIPLES AND DEFINITIONS 



1 Scope 



1.1 The purpose of ISO 5725 is as follows: 

a) to outline the general principles to be understood 
when assessing accuracy (trueness and precision) 
of measurement methods and results, and in ap- 
plications, and to establish practical estimations 
of the various measures by experiment 
(ISO 5725-1); 

b) to provide a basic method for estimating the two 
extreme measures of the precision of measure- 
ment methods by experiment (ISO 5725-2); 

c) to provide a procedure for obtaining intermediate 
measures of precision, giving the circumstances 
in which they apply and methods for estimating 
them (ISO 5725-3); 



1.2 This part of ISO 5725 is concerned exclusively 
with measurement methods which yield measure- 
ments on a continuous scale and give a single value 
as the test result, although this single value may be 
the outcome of a calculation from a set of observa- 
tions. 

It defines values which describe, in quantitative 
terms, the ability of a measurement method to give 
a correct result (trueness) or to replicate a given result 
(precision). Thus there is an implication that exactly 
the same thing is being measured, in exactly the 
same way, and that the measurement process is un- 
der control. 

This part of ISO 5725 may be applied to a very wide 
range of materials, including liquids, powders and 
solid objects, manufactured or naturally occurring, 
provided that due consideration is given to any 
heterogeneity of the material. 



d) to provide basic methods for the determination 
of the trueness of a measurement method 
(ISO 5725-4); 

e) to provide some alternatives to the basic meth- 
ods, given in ISO 5725-2 and ISO 5725-4, for de- 
termining the precision and trueness of 
measurement methods for use under certain cir- 
cumstances (ISO 5725-5); 

f) to present some practical applications of these 
measures of trueness and precision (ISO 5725-6). 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 5725. At the time of publication, the 
editions indicated were valid. All standards are subject 
to revision, and parties to agreements based on this 
part of ISO 5725 are encouraged to investigate the 
possibility of applying the most recent editions of the 
standards indicated below. Members of lEC and ISO 
maintain registers of currently valid International 
Standards. 
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ISO 3534-1:1993, Statistics — Vocabulary and sym- 
bols — Part 7; Probability and general statistical 
terms. 

ISO 5725-2:1994, Accuracy (trueness and precision) 
of measurement methods and results — Part 2: Basic 
method for the determination of repeatability and re- 
producibility of a standard measurement method. 

ISO 5725-3:1994, Accuracy (trueness and precision} 
of measurement methods and results — Part 3: 
Intermediate measures of the precision of a standard 
measurement method. 

ISO 5725-4:1994, Accuracy (trueness and precision) 
of measurement methods and results — Part 4: Basic 
methods for the determination of the trueness of a 
standard measurement method. 



3.5 accepted reference value: A value that serves 
as an agreed-upon reference for comparison, and 
which is derived as: 

a) a theoretical or established value, based on 
scientific principles; 

b) an assigned or certified value, based on exper- 
imental v\/ork of some national or international or- 
ganization; 

c) a consensus or certified value, based on collabor- 
ative experimental work under the auspices of a 
scientific or engineering group; 

d) when a), b) and c) are not available, the expec- 
tation of the (measurable) quantity, i.e. the mean 
of a specified population of measurements. 

[ISO 3534-1] 



3 Definitions 

For the purposes of ISO 5725, the following defi- 
nitions apply. 

Some definitions are taken from ISO 3534-1 . 

The symbols used in ISO 5725 are given in annex A. 

3.1 observed value: The value of a characteristic 
obtained as the result of a single observation. 

[ISO 3534-1] 

3.2 test result: The value of a characteristic ob- 
tained by carrying out a specified test method. 

NOTE 1 The test method should specify that one or a 
number of individual observations be made, and their aver- 
age or another appropriate function (such as the median or 
the standard deviation} be reported as the test result. It may 
also require standard corrections to be applied, such as 
correction of gas volumes to standard temperature and 
pressure. Thus a test result can be a result calculated from 
several observed values. In the simple case, the test result 
is the observed value itself. 

[ISO 3534-1] 

3.3 level of the test In a precision experiment: 

The general average of the test results from all lab- 
oratories for one particular material or specimen 
tested. 

3.4 cell in a precision experiment: The test results 
at a single level obtained by one laboratory. 



3.6 accuracy: The closeness of agreement between 
a test result and the accepted reference value. 

NOTE 2 The term accuracy, when applied to a set of test 
results, involves a combination of random components and 
a common systematic error or bias component. 

[ISO 3534-1] 

3.7 trueness: The closeness of agreement between 
the average value obtained from a large series of test 
results and an accepted reference value. 

NOTES 

3 The measure of trueness is usually expressed in terms 
of bias. 

4 Trueness has been referred to as "accuracy of the 
mean". This usage is not recommended. 

[ISO 3534-1] 

3.8 bias: The difference between the expectation 
of the test results and an accepted reference value. 

NOTE 5 Bias is the total systematic error as contrasted 
to random error. There may be one or more systematic error 
components contributing to the bias. A larger systematic 
difference from the accepted reference value is reflected 
by a larger bias value. 

[ISO 3534-1] 

3.9 laboratory bias: The difference between the 
expectation of the test results from a particular lab- 
oratory and an accepted reference value. 
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3.10 bias of the measurement method: The dif- 
ference between the expectation of test results ob- 
tained from all laboratories using that nnethod and an 
accepted reference value. 

NOTE 6 One example of this in operation would be 
where a method purporting to measure the sulfur content 
of a compound consistently fails to extract all the sulfur, 
giving a negative bias to the measurement method. The 
bias of the measurement method is measured by the dis- 
placement of the average of results from a large number 
of different laboratories all using the same method. The bias 
of a measurement method may be different at different 
levels. 

3.11 laboratory component of bias: The difference 
between the laboratory bias and the bias of the 
measurennent method. 

NOTES 

7 The laboratory component of bias is specific to a given 
laboratory and the conditions of measurement within the 
laboratory, and also it may be different at different levels of 
the test. 

8 The laboratory component of bias is relative to the 
overall average result, not the true or reference value. 

3.12 precision: The closeness of agreement be- 
tween independent test results obtained under stipu- 
lated conditions. 

NOTES 

9 Precision depends only on the distribution of random 
errors and does not relate to the true value or the specified 
value. 

1 The measure of precision is usually expressed in terms 
of imprecision and computed as a standard deviation of the 
test results. Less precision is reflected by a larger standard 
deviation. 

11 "Independent test results" means results obtained in 
a manner not influenced by any previous result on the same 
or similar test object. Quantitative measures of precision 
depend critically on the stipulated conditions. Repeatability 
and reproducibility conditions are particular sets of extreme 
conditions. 



[ISO 3534-1] 

3.13 repeatability: 

conditions. 

[ISO 3534-1] 



Precision under repeatability 



3.14 repeatability conditions: Conditions where 
independent test results are obtained with the same 
method on identical test items in the same laboratory 



by the same operator using the same equipment 
within short intervals of time. 

[ISO 3534-1] 



3.15 repeatability standard deviation: The stan- 
dard deviation of test results obtained under repeat- 
ability conditions. 

NOTES 

12 It is a measure of dispersion of the distribution of test 
results under repeatability conditions. 

13 Similarly "repeatability variance" and "repeatability co- 
efficient of variation" could be defined and used as meas- 
ures of the dispersion of test results under repeatability 
conditions. 

[ISO 3534-1] 

3.16 repeatability limit: The value less than or 
equal to which the absolute difference between two 
test results obtained under repeatability conditions 
may be expected to be with a probability of 95 %. 

NOTE 14 The symbol used is r. 
[ISO 3534-1] 

3.17 reproducibility: Precision under reproducibility 
conditions. 

[ISO 3534-1] 

3.18 reproducibility conditions: Conditions where 
test results are obtained with the same method on 
identical test items in different laboratories with dif- 
ferent operators using different equipment. 

[ISO 3534-1] 

3.19 reproducibility standard deviation: The stan- 
dard deviation of test results obtained under repro- 
ducibility conditions. 

NOTES 

15 It is a measure of the dispersion of the distribution of 
test results under reproducibility conditions. 

16 Similarly "reproducibility variance" and "reproducibility 
coefficient of variation" could be defined and used as 
measures of the dispersion of test results under reproduc- 
ibility conditions. 

[ISO 3534-1] 
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3.20 reproducibility limit: The value less than or 
equal to which the absolute difference between two 
test results obtained under reproducibility conditions 
may be expected to be with a probability of 95 %. 

NOTE 17 The symbol used is R. 
[ISO 3534-1] 



3.21 outlier: A member of a set of values which is 
inconsistent with the other members of that set. 

NOTE 1 8 ISO 5725-2 specifies the statistical tests and 
the significance level to be used to identify outliers in 
trueness and precision experiments. 



3.22 collaborative assessment experiment: An 

interlaboratory experiment in which the performance 
of each laboratory is assessed using the same stan- 
dard measurement method on identical material. 

NOTES 

19 The definitions given in 3.16 and 3.20 apply to results 
that vary on a continuous scale. If the test result is discrete 
or rounded off, the repeatability limit and the reproducibility 
limit as defined above are each the minimum value equal to 
or below which the absolute difference between two single 
test results is expected to lie with a probability of not less 
than 95 %. 

20 The definitions given in 3.8 to 3.11, 3.15, 3.16, 3.19 and 
3.20 refer to theoretical values which in reality remain un- 
known. The values for reproducibility and repeatability stan- 
dard deviations and bias actually determined by experiment 
(as described in ISO 5725-2 and ISO 5725-4) are, in stat- 
istical terms, estimates ot these values, and as such are 
subject to errors. Consequently, for example, the probability 
levels associated with the limits r and R will not be exactly 
95 %. They will approximate to 95 % when many labora- 
tories have taken part in the precision experiment, but may 
be considerably different from 95 % when fewer than 30 
laboratories have participated. This is unavoidable but does 
not seriously detract from their practical utility as they are 
primarily designed to serve as tools for judging whether the 
difference between results could be ascribed to random 
uncertainties inherent in the measurement method or not. 
Differences larger than the repeatability limit r or the repro- 
ducibility limit R are suspect. 

21 The symbols r and R are already in general use for 
other purposes; in ISO 3534-1 r is recommended for the 
correlation coefficient and R {or W) for the range of a single 
series of observations. However, there should be no con- 
fusion if the full wordings repeatability limit r and reproduc- 
ibility limit R are used whenever there is a possibility of 
misunderstanding, particularly when they are quoted in 
standards. 



4 Practical implications of the definitions 
for accuracy experiments 

4.1 Standard measurement method 

4,1.1 In order that the measurements are made in 
the same way, the measurement method shall have 
been standardized. All measurements shall be carried 
out according to that standard method. This means 
that there has to be a written document that lays 
down in full detail how the measurement shall be 
carried out, preferably including a description as to 
how the measurement specimen should be obtained 
and prepared. 



4.1.2 The existence of a documented measurement 
method implies the existence of an organization re- 
sponsible for the establishment of the measurement 
method under study. 

NOTE 22 The standard measurement method is dis- 
cussed more fully in 6.2. 



4.2 Accuracy experiment 

4.2.1 The accuracy (trueness and precision) meas- 
ures should be determined from a series of test re- 
sults reported by the participating laboratories, 
organized under a panel of experts established spe- 
cifically for that purpose. 

Such an interlaboratory experiment is called an "ac- 
curacy experiment". The accuracy experiment may 
also be called a "precision" or "trueness exper- 
iment" according to its limited purpose. If the purpose 
is to determine trueness, then a precision experiment 
shall either have been completed previously or shall 
occur simultaneously. 

The estimates of accuracy derived from such an ex- 
periment should always be quoted as being valid only 
for tests carried out according to the standard 
measurement method. 



4.2.2 An accuracy experiment can often be consid- 
ered to be a practical test of the adequacy of the 
standard measurement method. One of the main 
purposes of standardization is to eliminate differences 
between users (laboratories) as far as possible, and 
the data provided by an accuracy experiment will re- 
veal how effectively this purpose has been achieved. 
Pronounced differences in the within-laboraton/ vari- 
ances (see clause 7) or between the laboratory 
means may indicate that the standard measurement 
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method is not yet sufficiently detailed and can poss- 
ibly be improved. If so, this should be reported to the 
standardizing body with a request for further investi- 
gation. 

4.3 Identical test items 

4.3.1 In an accuracy experiment, samples of a spe- 
cific material or specimens of a specific product are 
sent from a central point to a number of laboratories 
in different places, different countries, or even in dif- 
ferent continents. The definition of repeatability con- 
ditions (3.14) stating that the measurements in these 
laboratories shall be performed on identical test items 
refers to the moment when these measurements are 
actually carried out. To achieve this, two different 
conditions have to be satisfied: 

a) the samples have to be identical when dispatched 
to the laboratories; 

b) they have to remain identical during transport and 
during the different time intervals that may elapse 
before the measurements are actually performed. 

In organizing accuracy experiments, both conditions 
shall be carefully observed. 

NOTE 23 The selection of material is discussed more 
fully in 6.4. 

4.4 Short intervals of time 

4.4.1 According to the definition of repeatability 
conditions (3.14), measurements for the determi- 
nation of repeatability have to be made under con- 
stant operating conditions; i.e. during the time 
covered by the measurements, factors such as those 
listed in 0.3 should be constant. In particular, the 
equipment should not be recalibrated between the 
measurements unless this is an essential part of 
every single measurement. In practice, tests under 
repeatability conditions should be conducted in as 
short a time as possible in order to minimize changes 
in those factors, such as environmental, which cannot 
always be guaranteed constant. 

4.4.2 There is also a second* consideration which 
may affect the interval elapsing between measure- 
ments, and that is that the test results are assumed 
to be independent. If it is feared that previous results 
may influence subsequent test results (and so reduce 
the estimate of repeatability variance), it may be 
necessary to provide separate specimens coded in 
such a way that an operator will not know which are 
supposedly identical. Instructions would be given as 
to the order in which those specimens are to be 



measured, and presumably that order will be ran- 
domized so that all the "identical" items are not 
measured together. This might mean that the time 
interval between repeated measurements may appear 
to defeat the object of a short inten/al of time unless 
the measurements are of such a nature that the 
whole series of measurements could all be completed 
within a short interval of time. Common sense must 
prevail. 

4.5 Participating laboratories 

4.5.1 A basic assumption underlying this part of 
ISO 5725 is that, for a standard measurement 
method, repeatability will be, at least approximately, 
the same for all laboratories applying the standard 
procedure, so that it is permissible to establish one 
common average repeatability standard deviation 
which will be applicable to any laboratory. However, 
any laboratory can, by carrying out a series of 
measurements under repeatability conditions, arrive 
at an estimate of its own repeatability standard devi- 
ation for the measurement method and check it 
against the common standard value. Such a pro- 
cedure is dealt with in ISO 5725-6. 

4.5.2 The quantities defined in 3.8 to 3.20 in theory 
apply to all laboratories which are likely to perform the 
measurement method. In practice, they are deter- 
mined from a sample of this population of labora- 
tories. Further details of the selection of this sample 
are given in 6.3. Provided the instructions given there 
regarding the number of laboratories to be included 
and the number of measurements that they carry out 
are followed, then the resulting estimates of trueness 
and precision should suffice. If, however, at some fu- 
ture date it should become evident that the labora- 
tories participating were not, or are no longer, truly 
representative of all those using the standard 
measurement method, then the measurement shall 
be repeated. 

4.6 Observation conditions 

4.6.1 The factors which contribute to the variability 
of the observed values obtained within a laboratory 
are listed in 0.3. They may be given as time, operator 
and equipment when observations at different times 
include the effects due to the change of environ- 
mental conditions and the recaiibration of equipment 
between observations. Under repeatability conditions, 
observations are carried out with all these factors 
constant, and^under reproducibility conditions obser- 
vations are carried out at different laboratories; i.e. not 
only with all the other factors varying but also with 
additional effects due to the difference between lab- 
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oratories in management and maintenance of the 
laboratory, stability checl<ing of the observations, etc. 

4.6.2 It may be useful on occasion to consider 
intermediate precision conditions, in which observa- 
tions are carried out in the same laboratory but one 
or more of the factors time, operator or equipment are 
allowed to vary. In establishing the precision of a 
measurement method, it is very important to define 
the appropriate observation conditions, i.e. whether 
the above three factors should be constant or not. 

Furthermore, the size of the variability arising from a 
factor will depend on the measurement method. For 
example, in chemical analysis, the factors "operator" 
and "time" may dominate; likewise with microanaly- 
sis the factors "equipment" and "environment", and 
with physical testing "equipment" and "calibration" 
may dominate. 

5 Statistical model 

5.1 Basic model 

For estimating the accuracy (trueness and precision) 
of a measurement method, it is useful to assume that 
every test result, y, is the sum of three components: 

y = m + B + e •- ■ (1) 

where, for the particular material tested, 

m is the general mean (expectation); 

B is the laboratory component of bias under re- 
peatability conditions; 

e is the random error occurring in every 
measurement under repeatability conditions. 

5.1.1 General mean, m 

5.1.1.1 The general mean m is the level of the test; 
specimens of different purities of a chemical, or dif- 
ferent materials (e.g. different types of steel), will 
correspond to different levels. In many technical situ- 
ations the level of the test is exclusively defined by 
the measurement method, and the notion of an inde- 
pendent true value does not apply. However, in some 
situations the concept of a true value ^ of the test 
property may hold good, such as the true concen- 
tration of a solution that is being titrated. The level m 
is not necessarily equal to the true value n. 

5.1.1.2 When examining the difference between 
test results obtained by the same measurement 
method, the bias of the measurement method will 
have no influence and can be ignored. However, 



when comparing test results with a value specified in 
a contract or a standard where the contract or speci- 
fication refers to the true value ifi) and not to the 
"level of the test" (m), or when comparing results 
produced using different measurement methods, the 
bias of the measurement method will have to be 
taken into account. If a true value exists and a satis- 
factory reference material is available, the bias of the 
measurement method should be determined as 
shown in ISO 5725-4. 



5.1.2 Terms 

5.1.2.1 This term is considered to be constant dur- 
ing any series of tests performed under repeatability 
conditions, but to differ in value for tests carried out 
under other conditions. When test results are always 
compared between the same two laboratories, it is 
necessary for them to determine their relative bias, 
either from their individual bias values as determined 
during an accuracy experiment, or by carrying out a 
private trial between themselves. However, in order 
to make general statements regarding differences 
between two unspecified laboratories, or when mak- 
ing comparisons between two laboratories that have 
not determined their own bias, then a general distri- 
bution of laboratory components of bias must be 
considered. This was the reasoning behind the con- 
cept of reproducibility. The procedures given in 
ISO 5725-2 were developed assuming that the distri- 
bution of laboratory components of bias is approxi- 
niately normal, but in practice they work for most 
distributions provided that they are unimodal. 

5.1.2.2 The variance of B is called the between- 
laboratory variance and is expressed as: 

var (fi) = ffL ■ ■ ■ (2) 

where al includes the between-operator and 
between-equipment variabilities. 

In the basic precision experiment described in 
ISO 5725-2, these components are not separated. 
Methods are given in ISO 5725-3 for measuring the 
size of some of the random components of B. 



5.1.2.3 In general, B can be considered as the sum 
of both random and systematic components. No at- 
tempt is made to give here an exhaustive list of the 
factors that contribute to B, but they include different 
climatic conditions, variations of equipment within the 
manufacturer's tolerances, and even differences in 
the techniques in which operators are trained in dif- 
ferent places. 
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5.1.3 Error term e 

5.1.3.1 This term represents a random error occur- 
ring in every test result and the procedures given 
throughout this part of ISO 5725 were developed as- 
suming that the distribution of this error variable was 
approximately normal, but in practice they work for 
most distributions provided that they are unimodal. 

5.1.3.2 Within a single laboratory, its variance under 
repeatability conditions is called the within-laboratory 
variance and is expressed as: 



var (e) = CT^ 



..(3) 



5.1.3.3 It may be expected that <tw will have differ- 
ent values in different laboratories due to differences 
such as in the skills of the operators, but in this part 
of ISO 5725 it is assumed that for a properly stan- 
dardized measurement method such differences be- 
tween laboratories should be small and that it is 
justifiable to establish a common value of within- 
laboratory variance for all the laboratories using the 
measurement method. This common value, which is 
estimated by the arithmetic mean of the within- 
laboratory variances, is called the repeatability vari- 
ance and is designated by: 



a, = var {e) 



2 

aw 



(4) 



This arithmetic mean is taken over all those labora- 
tories taking part in the accuracy experiment which 
remain after outliers have been excluded. 



5.2 Relationship between the basic model 
and the precision 



5.2.1 When the basic model in 5.1 is adopted, the 
repeatability variance is measured directly as the vari- 
ance of the error term e, but the reproducibility vari- 
ance depends on the sum of the repeatability variance 
and the between-laboratory variance mentioned in 
5.1.2.2. 



5.2.2 Two quantities are required as measures of 
precision, the repeatability standard deviation 



<T, = V var (e) 
and the reproducibility standard deviation 



CT/j 



..(5) 



(6) 



5.3 Alternative models 

Extensions to the basic model are used when appro- 
priate and are described in the relevant parts of 
ISO 5725. 



6 Experimental design considerations 
when estimating accuracy 



6.1 Planning of an accuracy experiment 



6.1.1 The actual planning of an experiment to esti- 
mate the precision and/or trueness of a standard 
measurement method should be the task of a panel 
of experts familiar with the measurement method and 
its application. At least one member of the panel 
should have experience in the statistical design and 
analysis of experiments. 



6.1.2 The following questions should be considered 
when planning the experiment. 

a) Is a satisfactory standard available for the 
measurement method? 

b) How many laboratories should be recruited to co- 
operate in the experiment? 

c) How should the laboratories be recruited, and 
what requirements should they satisfy? 

d) What is the r^nge of levels encountered in prac- 
tice? 

e) How many levels should be used in the exper- 
iment? 

f) What are suitable materials to represent these 
levels and how should they be prepared? 

g) What number of replicates should be specified? 

h) What time-frame should be specified for the 
completion of all the measurements? 

i) Is the basic model of 5.1 appropriate, or should a 
modified one be considered? 

j) Are any special precautions needed to ensure that 
identical materials are measured in the same state 
in all laboratories? 

These questions are considered in 6.2 to 6.4. 
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6.2 Standard measurement method 

As stated in 4.1, the measurement method under in- 
vestigation shall be one that has been standardized. 
Such a method has to be robust, i.e. small variations 
in the procedure should not produce unexpectedly 
large changes in the results. If this might happen, 
there shall be adequate precautions or warnings. It is 
also desirable that in the process of developing a 
standard measurement method every effort has been 
made to remove or reduce bias. 

Similar experimental procedures may be used to 
measure the trueness and precision of both estab- 
lished measurement methods and recently standard- 
ized measurement methods. In the latter case, the 
results obtained should be regarded as preliminary 
estimates, because the trueness and precision could 
change as laboratories gain experience. 

The document setting out the measurement method 
shall be unambiguous and complete. All essential 
operations concerning the environment of the pro- 
cedure, the reagents and apparatus, preliminary 
checking of equipment, and the preparation of the 
test specimen should be included in the measure- 
ment method, possibly by references to other written 
procedures that are available to the operators. The 
manner of calculating and expressing the test result 
should be precisely specified, including the number 
of significant figures to be reported. 

6.3 Selection of laboratories for the accuracy 
experiment 

6.3.1 Choice of laboratories 

From a statistical point of view, those laboratories 
participating in any experiment to estimate accuracy 
should have been chosen at random from all the lab- 
oratories using the measurement method. Volunteers 
might not represent a realistic cross-section. How- 
ever, other practical considerations, such as a re- 
quirement that the participating laboratories be 
distributed over different continents or climatic re- 
gions, may affect the pattern of representation. 

The participating laboratories should not consist ex- 
clusively of those that have gained special experience 
during the process of standardizing the method. 
Neither should they consist of specialized 
"reference" laboratories in order to demonstrate the 
accuracy to which the method can perform in expert 
hands. 

The number of laboratories to be recruited to partici- 
pate in a cooperative interlaborator/ experiment and 



the number of test results required from each labora- 
tory at each level of the test are interdependent. A 
guide to deciding how many there should be is given 
in 6.3.2 to 6.3.4. 

6.3.2 Number of laboratories required for an 
estimate of precision 

6.3.2.1 The various quantities represented by the 
symbol a in equations (2) to (6) of clause 5 are true 
standard deviations whose values are not known, an 
object of a precision experiment being to estimate 
them. When an estimate (s) of a true standard devi- 
ation (<t) is to be made, conclusions can be drawn as 
to the range about a within which the estimate {s) can 
be expected to lie. This is a well-understood statistical 
problem which is solved by the use of the chi-squared 
distribution and the number of results from which the 
estimate of s was based. One formula frequently used 
is: 



P[-A< 



<+A-]=P 



■ 0) 



Often A is quoted in percentage terms, enabling a 
statement to be made that the estimated standard 
deviations (j) can be expected to be within A either 
side of the true standard deviation (cr) with a certain 
probability P. 

6.3.2.2 For a single level of the test, the uncertainty 
in the repeatability standard deviation will depend on 
the number of laboratories (p) and the number of test 
results within each laboratory (n). For the reproduc- 
ibility standard deviation, the procedure is more com- 
plicated as this is determined from two standard 
deviations [see equation (6)]. An extra factor y is 
needed, representing the ratio of the reproducibility 
standard deviation to the repeatability standard devi- 
ation, that is: 



y = '^Rl<^r 



... (8) 



6.3.2.3 Assuming a probability level P of 95 %, ap- 
proximate equations for the values of A have been 
prepared and are given below. The equations are in- 
tended for the purposes of planning how many lab- 
oratories to recruit and deciding how many test 
results are to be required from each laboratory at each 
level of the test. These equations do not give confi- 
dence limits and so they should not be used during 
the analysis stage to calculate confidence limits. The 
equations are as follows. 



For repeatability 



A=A,= 1,96, 



1 



2p{/2-1] 



(9) 
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For reproducibility 



1,96 



P[1+«(y'-l)f + («-1)(p-i: 



2y^n-{p- 1)p 



(10) 



NOTE 24 A sample variance which has v degrees of 
freedom and expectation a^ may be assumed to have, ap- 
proximately, a normal distribution with variance 2a']\. 
Equations (9) and (10) were derived by making this as- 
sumption about the variances involved in the estimation of 
(T,. and (Tjj. The adequacy of the approximation was checked 
by an exact calculation. 

6.3.2.4 The value of y is not known, but often pre- 
iinninary estimates are available of the within- 
laboratory standard deviations and the 
between-laboratory stcMidard deviations obtained dur- 
ing the process of standardizing the measurement 
method. Exact values of the uncertainty percentages 
for repeatability and reproducibility standard devi- 
ations with different numbers of laboratories (p) and 
different numbers of results per laboratory («) are 
given in table 1 and are also plotted in chart form in 
annex B. 

6.3.3 Number of laboratories required for the 
estimate of bias 

6.3.3.1 The bias of the measurement method, b, 
may be estinnated from: 



b=y - ii 

where 



..(11) 



y is the grand mean of all the test results ob- 
tained by all the laboratories at a particular 
level of the experiment; 

M is the accepted reference value. 



The uncertainty of this estimate can be expressed by 
the equation: 



P\b-AuR<b<b+ Ac^ = 0,95 



(12) 



which shows that the estimate will be within Aag^ of 
the true measurement method bias with a probability 
of 0,95. In terms of the factor y [see equation (8)]: 



A =1,96, 



«(/ - l) + 1 

2 



(13) 



Values of A are given in table 2. 



6.3.3.2 The laboratory bias, A. at the time of the ex- 
periment may be estimated from: 



A = y- ii 
where 



(14) 



y is the arithmetic mean of all the results ob- 
tained by the laboratory at a particular level of 
the experiment; 

// is the accepted reference value. 

The uncertainty of this estimate can be expressed by 
the equation: 



P [4 - A^, < A < 2\ -I- Avy/aJ = 0,95 



(15) 



which shows that the estimate will be within Ayy/c, of 
the true laboratory bias with a probability of 0,95. Here 
the within-laboratory uncertainty is: 



Aw — 



1,96 



4~n 

Values of Aw are given in table 3. 



(16) 



Table 1 — Values showing the uncertainty of estimates of the repeatability and reproducibility standard 

deviations 



No. of 
laboratories 




K 




1 




y = i 






y = 2 






y = 5 




P 


/i = 2 


n = 3 


n = 4 


n = 2 


« = 3 


« = 4 


AI = 2 


n = 3 


n = 4 


/i = 2 


n = 3 


n = 4 


5 


0,62 


0,44 


0,36 


0,46 


0,37 


0,32 


0,61 


0,58 


0,57 


0,68 


0,67 


0,67 


10 


0,44 


0,31 


0,25 


0,32 


0,26 


0,22 


0,41 


0,39 


0.38 


0,45 


0,45 


0,45 


15 


0,36 


0,25 


0,21 


0,26 


0,21 


0,18 


0,33 


0,31 


0,30 


0,36 


0,36 


0,36 


20 


0,31 


0,22 


0,18 


0,22 


0,18 


0,16 


0,28 


0,27 


0,26 


0,31 


0,31 


0,31 


25 


0,28 


0,20 


0,16 


0,20 


0,16 


0,U 


0,25 


0,24 


0,23 


0,28 


0,28 


0.27 


30 


0,25 


0,18 


0,15 


0,18 


0,15 


0,13 


0,23 


0,22 


0,21 


0,25 


0,25 


0,25 


35 


0,23 


0,17 


0,14 


0,17 


0,14 


0,12 


0,21 


0,20 


0,19 


0,23 


0,23 


0.23 


40 


0,22 


0,16 


0,13 


0,16 


0,13 


0,11 


0,20 


0,19 


0,18 


0,22 


0,22 


0,22 
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Table 2 — Values of A, the uncertainty of an 
estimate of the bias of the measurement method 



No. of 
laboratories 

P 


Value of A 


7=0 
alln 


/i = 2 


y = 1 
n = 3 


n = 4 


5 

10 

15 

20 

25 

30 

35 

40 


0,88 
0,62 
0,51 
0,44 
0,39 
0,36 
0,33 
0,31 


0,76 
0,54 
0,44 
0,38 
0,34 
0,31 
0,29 
0,27 


0,72 
0.51 
0,41 
0,36 
0,32 
0,29 
0,27 
0,25 


0,69 
0,49 
0,40 
0,35 
0,31 
0,28 
0,26 
0,25 



6.4 Selection of materials to be used for an 
accuracy experiment 



6.4.1 The materials to be used in an experiment to 
determine the accuracy of a measurement method 
should represent fully those to which the measure- 
ment method is expected to be applied in normal use. 
As a general rule, five different materials will usually 
provide a sufficiently wide range of levels to allow the 
accuracy to be established adequately. A smaller 
number might be appropriate in the first investigation 
of a recently developed measurement method when 
it is suspected that modifications to the method may 
be necessary, followed by further accuracy exper- 
iments. 



Table 3 — Values of Aj^, the uncertainty of an 
estimate of the within-laboratory bias 



No. of test results 

n 


Value of /tw 


5 


0,88 


10 


0,62 


15 


0,51 


20 


0,44 


25 


0,39 


30 


0,36 


35 


0,33 


40 


0,31 



6.3.4 Implications in the choice of laboratories 

The choice of the number of laboratories will be a 
compromise between availability of resources and a 
desire to reduce the uncertainty of the estimates to 
a satisfactory level. From figures B.I and B.2 in 
annex B it can be seen that estimates of the repeat- 
ability and reproducibility standard deviations could 
differ substantially from their true values if only a 
small number (p a 5) of laboratories take part in a 
precision experiment, and that increasing the number 
of the laboratories by 2 or 3 yields only small re- 
ductions in the uncertainties of the estimates when 
p is greater than 20. It is common to choose a value 
of p between 8 and 15. When aL is larger than a, (i.e. 
y is larger than 2), as is often the case, little is to be 
gained by obtaining more than n = 2 test results per 
laboratory per level. 



6.4.2 When the measurements have to be per- 
formed on discrete objects that are not altered by 
measuring, they could, in principle at least, be carried 
out using the same set of objects in different labora- 
tories. This, however, would necessitate circulating 
the same set of objects around many laboratories of- 
ten situated far apart, in different countries or conti- 
nents, with a considerable risk of loss or damage 
during transport. If different items are to be used in 
different laboratories, then they shall be selected in 
such a way as to ensure that they can be presumed 
to be identical for practical purposes. 



6.4.3 In selecting the material to represent the dif- 
ferent levels, it should be considered whether the 
material should be specially homogenized before pre- 
paring the samples for dispatch, or whether the effect 
of the heterogeneity of the material should be in- 
cluded in the accuracy values. 



6.4.4 When measurements have to be performed 
on solid materials that cannot be homogenized (such 
as metals, rubber or textile fabrics) and when the 
measurements cannot be repeated on the same test 
piece, inhomogeneity in the test material will form an 
essential component of the precision of the 
measurement and the idea of identical material no 
longer holds good. Precision experiments can still be 
carried out, but the values of precision may only be 
valid for the particular material used and should be 
quoted as such, A more universal use of the precision 
as determined will be acceptable only if it can be 
demonstrated that the values do not differ signif- 
icantly between materials produced at different times 
or by different producers. This would require a more 
elaborate experiment than has been considered in 
ISO 5725. 



10 



IS 15393 {Part 1) : 2003 
ISO 5725-1 : 1994 



6.4.5 In general, where destructive testing is in- 
volved, the contribution to the variability in the test 
results arising from differences between the speci- 
nnens on which the measurements are performed 
shall either be negligible compared to the variability 
of the measurement method itself, or else shall form 
an inherent part of the variability of the measurement 
method, and thus be truly a component of precision. 



6.4.6 When the materials under measurement might 
change with time, the overall time-scale of the ex- 
periment should be chosen to take this into account. 
It might be appropriate in some cases to specify the 
times at which the samples are to be measured. 



6.4.7 In all the above, reference is made to measur- 
ing in different laboratories, with the implication of 
transportation of the test specimens to the laboratory, 
but some test specimens are not transportable, such 
as an oil storage tank. In such cases, measuring by 
different laboratories means that different operators 
are sent with their equipment to the test site. In other 
cases, the quantity being measured may be transitory 
or variable, such as water flow in a river, when care 
shall be taken that the different measurements are 
made under, as near as possible, the same conditions. 
The guiding principle must always be that the objec- 
tive is to determine the ability to repeat the same 
measurement. 



7 Utilization of accuracy data 



7.1 Publication of trueness and precision 
values 



7.1.1 When the aim of a precision experiment is to 
obtain estimates of the repeatability and reproducibil- 
ity standard deviations under the conditions defined 
in 3.14 and 3.18, then the basic model of 5.1 shall be 
used. ISO 5725-2 then provides an appropriate 
method of estimating these standard deviations, or 
an alternative may be found in ISO 5725-5. When the 
aim is to obtain estimates of intermediate measures 
of precision, then the alternative model and the 
methods given in ISO 5725-3 shall be used. 



7.1.2 Whenever the bias of the measurement 
method has been determined, it should be published 
with a statement regarding the reference against 
which that bias was determined. Where the bias 
varies with the level of the test, publication should be 
in the form of a table giving the level, the bias as de- 
termined, and the reference used in that determi- 
nation. 



6.4.8 The establishment of precision values for a 
measurement method presupposes that the precision 
Bither is independent of the material being tested, or 
depends on the material in a predictable manner. With 
some measurement methods it is possible to quote 
the precision only in relation to one or more definable 
classes of test material. Such data will be only a rough 
guide to the precision in other applications. More of- 
ten it is found that the precision is closely related to 
the level of the test, and determination of the pre- 
cision then includes the establishment of a relation- 
ship between precision and level. Therefore, when 
publishing precision values for a standard measure- 
ment method, it is recommended that the material 
used in the precision experiment should be clearly 
specified along with the range of materials to which 
the values can be expected to apply. 



6.4.9 For the assessment of truetiess, at least one 
of the materials used should ha^/e an accepted refer- 
ence value. If it is likely that trueness varies with level, 
materials with accepted reference values will be 
needed at several levels. 



7.1.3 When an interlaboratory experiment has been 
psrformed for estimating trueness or precision, each 
participating laboratory should be informed of its lab- 
oratory component of bias relative to the general 
mean as determined from the experiment. This infor- 
mation could be of value in the future if similar ex- 
periments are performed, but should not be used for 
calibration purposes. 



7.1.4 The repeatability and reproducibility standard 
deviations for any standard measurement method 
shall be determined as laid down in parts 2 to 4 of 
ISO 5725, and should be published as part of the 
standard measurement method under a section en- 
titled precision. This section may also show the re- 
peatability and reproducibility limits (r and R). When 
precision does not vary with level, single average fig- 
ures can be given in each case. Where precision 
varies with the level of the test, publication should be 
in the form of a table, such as table 4, and may also 
be expressed as a mathematical relationship. Inter- 
mediate measures of precision should be presented 
in a similar form. 
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Table 4 — Example of method of reporting 
standard deviations 



Range or level 


Repeatability 
standard 
deviation 


Reproducibility 
standard 
deviation 


From to 

From to 

From to 







7.1.5 The definitions of repeatability and reproduc- 
ibility conditions {3.14 and 3.18) shall be given in the 
precision clause. When intermediate measures of 
precision are given, care should be taken to state 
which of the factors, (time, operators, equipment) 
have been allowed to vary. When the repeatability and 
reproducibility limits are given, some statement 
should be added linking them to the difference be- 
tween two test results and the 95 % probability level. 
Suggested wordings are as follows. 

The difference between two test results found on 
identical test material by one operator using the 
same apparatus within the shortest feasible time 
interval will exceed the repeatability limit (r) on 
average not more than once in 20 cases in the 
normal and correct operation of the method. 

Test results on identical test material reported by 
two laboratories will differ by more than the re- 
producibility limit (R) on average not more than 
once in 20 cases in the normal and correct oper- 
ation of the method. 

Ensure that the definition of a test result is clear, 
either by quoting the clause numbers of the 
measurement method standard that have to be fol- 
lowed to obtain the test result or by other means. 

7.1.6 In general, a brief mention of the accuracy ex- 
periment should be added at the end of this precision 
section. Suggested wording is as follows. 

The accuracy data were determined from an ex- 
periment organized and analysed in accordance 
with ISO 5725- (part) in (year) involving (p) lab- 
oratories and (q) levels. Data from ( ) laboratories 
contained outliers. The outliers were not included 
in the calculation of the repeatability standard de- 
viation and the reproducibility standard deviation. 



A description of the materials used in the accuracy 
experiment should be adfied, especially when the 
trueness or precision depend on the materials. 

7.2 Practical applications of trueness and 
precision values 

Practical applications of trueness and precision values 
are covered in detail in ISO 5725-6. Some examples 
are as follows. 

7.2.1 Checking the acceptability of test results 

A product specification could require repeated 
measurements to be obtained under repeatability 
conditions. A repeatability standard deviation may be 
used in these circumstances to check the acceptabil- 
ity of the test results and to decide what action should 
be taken if they are not acceptable. When both a 
supplier and a purchaser measure the same material 
and their results differ, repeatability and reproducibility 
standard deviations may be used to decide if the dif- 
ference is of a size that is to be expected with the 
measurement method. 

7.2.2 Stability of test results within a laboratory 

By carrying out regular measurements on reference 
materials, a laboratory can check the stability of its 
results and produce evidence to demonstrate its 
competence, with respect to both the bias and the 
repeatability of its testing. 

7.2.3 Assessing the performance of a laboratory 

Laboratory accreditation schemes are becoming in- 
creasingly widespread. Knowledge of the trueness 
and precision of a measurement method allows the 
bias and repeatability of a candidate laboratory to be 
assessed, either using reference materials or an 
interlaboratory experiment. 

7.2.4 Comparing alternative measurement 
methods 

Two measurement methods may be available for 
measuring the same property, one being simpler and 
less expensive than the other but less generally ap- 
plicable. Trueness and precision values may be used 
to justify the use of the less expensive method for 
some restricted range of materials. 
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Annex A 

(normative) 

Symbols and abbreviations used in ISO 5725 



B 



'(IV 



B(2). 6tC. 



C, C, C" 



C C C" 

*-crit' ^ crit' ^ c 



CD;, 
CRp 



/ 
G 



Intercept in the relationship 
s = a + bm 

Factor used to calculate the uncer- 
tainty of an estimate 

Slope in the relationship 
s = a + bm 

Component in a test result repre- 
senting the deviation of a laboratory 
from the general average (laboratory 
component of bias) 

Component of B representing all 
factors that do not change in inter- 
mediate precision conditions 

Components of B representing fac- 
tors that vary in intermediate pre- 
cision conditions 

Intercept in the relationship 
\gs = c + d\qm 

Test statistics 

Critical values for statistical tests 

Critical difference for probability P 

Critical range for probability P 

Slope in the relationship 
Ig s = c + d Ig m 

Component in a test result repre- 
senting the random error occurring 
in every test result 

Critical range factor 

p-quantile of the F-distribution with 
v, and V2 degrees of freedom 

Grubbs' test statistic 

Mandel's between-laboratory con- 
sistency test statistic 



k Mandel's within-laboratory consistency test 
statistic 

LCL Lower control limit (either action limit or warning 
limit) 

m General mean of the test property; level 

M Number of factors considered in intermediate 
precision conditions 

N Number of iterations 

n Number of test results obtained in one labora- 
tory at one level (i.e. per cell) 

p Number of laboratories participating in the inter- 
laboratory experiment 

P Probability 

q Number of levels of the test property in the 
interlaboratory experiment 

r Repeatability limit 

R Reproducibility limit 

RM Reference material 

s Estimate of a standard deviation 

s Predicted standard deviation 

T Total or sum of some expression 

/ Number of test objects or groups 

UCl Upper control limit (either action limit or warning 
limit) 

W Weighting factor used in calculating a weighted 
regression 

w Range of a set of test results 

X Datum used for Grubbs' test 

y Test result 
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y Arithmetic mean of test results 

y Grand mean of test results 

a Significance level 

j5 Type II error probability 

y Ratio of the reproducibility standard deviation to 
the repeatability standard deviation ((Tj?/<r^) 

A Laboratory bias 

A 

A Estimate of A 

V 

6 Bias of the measurement method 

A 

6 Estimate of 6 

X Detectable difference between two laboratory 
biases or the biases of two measurement 
methods 

fj. True value or accepted reference value of a test 
property 

V Number of degrees of freedom 

g Detectable ratio between the repeatability stan- 
dard deviations of method B and method A 

CT True value of a standard deviation 

T Component in a test result representing the 
variation due to time since last calibration 

Detectable ratio between the square roots of 
the between-laboratory mean squares of 
method B and method A 

Xp{y) p-quantile of the x -distribution with v degrees 
of freedom 



Symbols used as subscripts 



C 
E 

2 



L 

m 

M 



F 

r 

R 

T 

W 

1,2,3... 



Calibration-different 

Equipment-different 

Identifier for a particular laboratory 

Identifier for intermediate measures of 
precision; in brackets, identification of 
the type of intermediate situation 

Identifier for a particular level 
(ISO 5725-2). 

Identifier for a group of tests or for a 
factor (ISO 5725-3) 

Identifier for a particular test result in a 
laboratory i at level j 

Between-laboratory (interlaboratory) 

Identifier for detectable bias 

Between-test-sample 

Operator-different 

Probability 

Repeatability 

Reproducibility 

Time-different 

Within-laboratory (intralaboratory) 

For test results, numbering in the order 
of obtaining them 



(1), (2), (3)... For test results, numbering in the order 
of increasing magnitude 
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Annex B 

(normative) 

Charts of uncertainties for precision measures 
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Figure B.I — The amount by which s, can be expected to differ from the true value within a probability 

level of 95 % 
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ir = 5. n = 2 




if = 2, n = 2 




i =2.n =i 
t =X n = 2 




— 


if = 1, n = 3 


— 


? = 1, n = 4 
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Figure B.2 — 



The amount by which s^ can be expected to differ from the true value within 

level of 95 % 



a probability 
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Annex C 

(informative) 
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synnbols — Part 2: Statistical quality control. cision) of measurement methods and results — 

Part 6: Use in practice of accuracy values. 
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symbols — Part 3: Design of experiments. [5] ISO Guide 33:1989, Use of certified reference 

materials. 

[3] 150 5725-5: — ^', Accuracy (trueness and pre- 
cision) of measurement methods and results — [6] ISO Guide 35:1989, Certification of reference 
Part 5: Alternative methods for the determi- materials — General and statistical principles, 
nation of the precision of a standard measure- 
ment method. 
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( Continued from second cover) 

This standard ( Part 1 ) covers the general principles and definitions of accuracy ( trueness and 
precision ) of measurement methods and results. The other parts of this standard are: 

IS No. Title 

IS 15393 ( Part 2 ) : 2003/ Accuracy ( trueness and precision ) of measurement methods and 
ISO 5725-2 : 1994 results : Part 2 Basic method for the determination of repeatability and 

reproducibility of a standard measurement method 

IS 1 5393 ( Part 3 ): 2003/ Accuracy (trueness and precision) of measurement methods and 
ISO 5725-3 : 994 results : Part 3 Intermediate measures of the precision of a standard 

measurement method 

IS 15393 ( Part 4 ) : 2003/ Accuracy ( trueness and precision ) of measurement methods and 
ISO 5725-4 : 1 994 results : Part 4 Basic methods for the determination of the trueness of 

a standard measurement method 

IS 15393 ( Part 5 ): 2003/ Accuracy (trueness and precision) of measurement methods and 
ISO 5725-5 : 1 994 results : Part 5 Alternative methods for the determination of the precision 

of a standard measurement method 

IS 1 5393 ( Part 6 ): 2003/ Accuracy (trueness and precision) of measurement methods and 
ISO 5725-6 : 1994 results : Part 6 Use in practice of accuracy values 

The concerned Technical Committee has reviewed the provisions of ISO 3534-1 : 1993 'Statistics — 
Vocabulary and symbols : Part 1 Probability and general statistical terms' referred in this adopted 
standard and decided that it is acceptable for use with this standard. 

This standard also gives Bibliography in Annex C, which is informative. 
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